
June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
ARCHIVE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525012 ARMY DISCHARGE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 8.6       2011−06−22
4525011 BASEBALL 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 8.5       2011−06−22
4525015 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 8.3       2011−06−22
4525014 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 8.0       2011−06−22
4525013 CONFERENCE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 8.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
BELLEVUE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525025 BRANCH MANAGER 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm 0.7       2011−06−22
4525024 BRANCH MANAGER 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm 0.7       2011−06−22
4525022 CHILD BACK CORNE 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm 0.9       2011−06−22
4525021 NON FICTION 728 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
BLANK
LIBRARY

Kit # Room
Id Started Ended pCi/L Analyzed

4525027 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4525026 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524875 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524874 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524772 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4525141 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524943 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524942 999992011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
BORDEAUX
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524867 CHILDREN'S LIBRA 2011−06−15 @ 3:00 pm2011−06−20 @ 12:00 pm 0.9       2011−06−22
4524869 LIBARIAN OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 12:00 pm 1.0       2011−06−22
4524871 LIBRARY 1 − MAG 2011−06−15 @ 4:00 pm2011−06−20 @ 12:00 pm 0.9       2011−06−22
4524872 LIBRARY 2 − DESK 2011−06−15 @ 4:00 pm2011−06−20 @ 12:00 pm 1.2       2011−06−22
4524873 LIBRARY 3 − CENT 2011−06−15 @ 4:00 pm2011−06−20 @ 12:00 pm 0.7       2011−06−22
4524600 STAFF AREA 2011−06−15 @ 3:00 pm2011−06−20 @ 12:00 pm 0.9       2011−06−22
4524868 STAFF OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 12:00 pm 1.1       2011−06−22
4524870 YOUNG ADULT 2011−06−15 @ 3:00 pm2011−06−20 @ 12:00 pm 1.0       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
DONELSON
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525134 BOOK SALE ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22
4525138 BRANCH MANAGER 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22
4525137 BREAK ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22
4525140 MAIN FLOOR 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.0       2011−06−22
4525139 MAIN FLOOR 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22
4525136 MEETING ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22
4525135 MEETING ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 1.1       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
EAST
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524589 LIBRARY 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 1.1       2011−06−22
4524590 OFFICE 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 1.2       2011−06−22
4524588 REC AREA 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 0.6       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
EDGEHILL
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524748 FICTION 2011−06−15 @ 12:00 pm2011−06−20 @ 1:00 pm 8.3 L    2011−06−22
4524749 J FICTION 2011−06−15 @ 12:00 pm2011−06−20 @ 1:00 pm 10.3 L    2011−06−22
4524750 MEETING ROOM 2011−06−15 @ 12:00 pm2011−06−20 @ 1:00 pm 9.7 L    2011−06−22
4524747 OFFICE 2011−06−15 @ 12:00 pm2011−06−20 @ 1:00 pm 12.0 L    2011−06−22
4524746 OFFICE 2011−06−15 @ 12:00 pm2011−06−20 @ 1:00 pm 9.9 L    2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
EDMONDSON PIKE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524757 ASST OFFICE 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4524764 CHECKOUT 2011−06−15 @ 2:00 pm2011−06−20 @ 3:00 pm < 0.3 L    2011−06−22
4524758 DUPLICATE 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4524761 FICTION 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4524762 NEW /JCD AUDIO 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm 0.6       2011−06−22
4524760 NF 808.804 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4524763 STORY ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm 0.6       2011−06−22
4524759 YD 2011−06−15 @ 2:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
GOODLETTSVILLE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524929 CIRCULATION WORK 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 1.5       2011−06−22
4524930 CIRCULATION WORK 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 1.5       2011−06−22
4524931 GENERAL PURPOSE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 1.5       2011−06−22
4524928 LIBRARIAN OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 1.3       2011−06−22
4524927 STOCK ROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 1.4       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
GREEN HILLS
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525007 BIOGRAPHY 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.8 L    2011−06−22
4525010 BOOK DROP 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.6 L    2011−06−22
4525002 BRANCH MANAGER 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.8 L    2011−06−22
4525001 BRANCH MANAGER 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 1.0 L    2011−06−22
4525004 CHILD DESK 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.9 L    2011−06−22
4525005 CHILD READERS 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.8 L    2011−06−22
4525009 CIRCULATION 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.6 L    2011−06−22
4525006 FICTION P−R 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.8 L    2011−06−22
4525008 REFERENCE 2011−06−15 @ 1:00 pm2011−06−20 @ 2:00 pm 0.6 L    2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
HADLEY PARK
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524581 LIBRARY 1 2011−06−15 @ 1:00 pm2011−06−20 @ 12:00 pm 0.7       2011−06−22
4524582 LIBRARY 2 2011−06−15 @ 1:00 pm2011−06−20 @ 12:00 pm 0.8       2011−06−22
4524584 OFFICE 2011−06−15 @ 1:00 pm2011−06−20 @ 12:00 pm 0.6       2011−06−22
4524583 STAFF AREA 2011−06−15 @ 1:00 pm2011−06−20 @ 12:00 pm 0.6       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
HERMITAGE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525126 ADULT SERVICES 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525125 ADULT WORKROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525128 BRANCH MANAGER 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525123 CHILDREN'S SERVI 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525122 CHILDREN'S WORKR 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525121 CHILDREN'S WORKR 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525131 CIRCULATION MANA 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525130 CIRCULATION WORK 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525124 MEETING ROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525133 OPEN LIBRARY 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525132 OPEN LIBRARY 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525129 QUIET ROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22
4525127 ROOM 2 2011−06−15 @ 3:00 pm2011−06−20 @ 2:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
INGLEWOOD
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524902 BOOK ROOM BACK C 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 5.8       2011−06−22
4524901 BOOK ROOM FRONT 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 6.2       2011−06−22
4524903 MEETING ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 5.2       2011−06−22
4524904 OFFICE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 6.5       2011−06−22
4524905 STAFF ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 6.4       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
LOOBY
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524594 COMPUTER LAB 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.5       2011−06−22
4524599 GYM FLOOR 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.6       2011−06−22
4524595 LIBRARY 1 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.8       2011−06−22
4524596 LIBRARY 2 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.5       2011−06−22
4524597 MEETING ROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.6       2011−06−22
4524592 OFFICE 1 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.6       2011−06−22
4524593 OFFICE 2 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am < 0.3       2011−06−22
4524598 REC AREA FLOOR2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am < 0.3       2011−06−22
4524591 STAFF AREA 2011−06−15 @ 3:00 pm2011−06−20 @ 11:00 am 0.5       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
MADISON
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524914 ADULT SERVICES 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.5       2011−06−22
4524917 BOOK ROOM ADULT 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.7       2011−06−22
4524916 BOOK ROOM ADULT 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524915 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.5       2011−06−22
4524909 CHILDREN'S LIBRA 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 2.0       2011−06−22
4524908 CHILDREN'S LIBRA 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.9       2011−06−22
4524907 CHILDREN'S LIBRA 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.7       2011−06−22
4524911 CIRCULATION SUPE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.5       2011−06−22
4524910 CIRCULATION SUPE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524912 CIRCULATION WORK 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.9       2011−06−22
4524920 PUBLIC COMPUTERS 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524921 QUIET STUDY 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.5       2011−06−22
4524913 REFERENCE WORKRO2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524906 ROOM 1A 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524922 ROOM 2 POLICE 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524919 ROOM3 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.6       2011−06−22
4524918 THE TEEN ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 1.4       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
MAIN
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525105 BREAK ROOM 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.8 L    2011−06−22
4525104 BUILDING MANAGER 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.9 L    2011−06−22
4525110 CIRCULATION MANA 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am < 0.3 L    2011−06−22
4525106 MAIL ROOM 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.6 L    2011−06−22
4525102 OPS AND MAINTENA 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.7 L    2011−06−22
4525101 OPS AND MAINTENA 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.8 L    2011−06−22
4525103 OPS MANAGER 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.6 L    2011−06−22
4525113 POPULAR MATERIAL 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.5 L    2011−06−22
4525112 POPULAR MATERIAL 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am < 0.3 L    2011−06−22
4525111 POPULAR MATERIAL 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.5 L    2011−06−22
4525109 STAFF WORK ROOM 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am < 0.3 L    2011−06−22
4525108 STAFF WORK ROOM 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.5 L    2011−06−22
4525107 STORYTIME ROOM 2011−06−15 @ 1:00 pm2011−06−21 @ 10:00 am 0.7 L    2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
NEW GOODLETTSVILLE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524934 BRANCH MANAGER 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.6       2011−06−22
4524936 CAFé READING ROO 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.9       2011−06−22
4524940 CHILDREN'S AREA 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.7       2011−06−22
4524941 CHILDREN'S MEETI 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.6       2011−06−22
4524933 CIRCULATION SUPE 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.7       2011−06−22
4524932 CIRCULATION WORK 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 0.5       2011−06−22
4524937 FRONT STOCK ROOM2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.7       2011−06−22
4524939 MEETING ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.7       2011−06−22
4524938 MEETING ROOM 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.8       2011−06−22
4524935 TEEN CENTER 2011−06−15 @ 4:00 pm2011−06−20 @ 3:00 pm 0.6       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
NORTH
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524587 BOOK STORAGE 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 0.8       2011−06−22
4524585 MEETING ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 1.0       2011−06−22
4524586 TUDORING ROOM 2011−06−15 @ 2:00 pm2011−06−20 @ 11:00 am 0.9       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
OLD HICKORY
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524926 LIBRARIAN OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 0.5       2011−06−22
4524925 LIBRARIAN OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524923 LOWER STAIRS MEE2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm 0.6       2011−06−22
4524924 STAFF OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
PRUITT
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525120 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm 0.8       2011−06−22
4525115 GROUP STUDY 2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm < 0.3       2011−06−22
4525118 HOMEWORK CENTER2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm < 0.3       2011−06−22
4525117 HOMEWORK CENTER2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm < 0.3       2011−06−22
4525116 HOMEWORK CENTER2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm < 0.3       2011−06−22
4525119 MAIN 2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm 0.6       2011−06−22
4525114 ROOM 2 2011−06−15 @ 2:00 pm2011−06−20 @ 12:00 pm 1.2       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
RICHLAND
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4525018 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 4.5       2011−06−22
4525017 BRANCH MANAGER 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 5.0       2011−06−22
4525016 CHILRENS 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 3.3       2011−06−22
4525020 SPANISH 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 4.4       2011−06−22
4525019 YOUNG ADULT 2011−06−15 @ 2:00 pm2011−06−20 @ 1:00 pm 4.6       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
SOUTHEAST
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524769 FICTION H 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524768 JOURNEL FICTION 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524771 NON−FICTION 623 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524770 NON−FICTION 884−2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524766 OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524765 OFFICE 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22
4524767 STORY ROOM 2011−06−15 @ 3:00 pm2011−06−20 @ 3:00 pm < 0.3       2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498



June 22, 2011 ** LABORATORY ANALYSIS REPORT **

Radon test result report for:
THOMPSON LANE
LIBRARY

Kit # Room Id Started Ended pCi/L Analyzed
4524756 AUDIO VISUAL 2011−06−15 @ 1:00 pm 2011−06−20 @ 2:00 pm 2.4 L    2011−06−22
4524753 FICTION 2011−06−15 @ 12:00 pm2011−06−20 @ 2:00 pm 2.0 L    2011−06−22
4524754 KID'S AREA 2011−06−15 @ 1:00 pm 2011−06−20 @ 2:00 pm 2.2 L    2011−06−22
4524752 OFFICE 2011−06−15 @ 12:00 pm2011−06−20 @ 2:00 pm 2.1 L    2011−06−22
4524751 OFFICE 2011−06−15 @ 12:00 pm2011−06−20 @ 2:00 pm 2.2 L    2011−06−22
4524755 YOUNG ADULT 2011−06−15 @ 1:00 pm 2011−06−20 @ 2:00 pm 1.9 L    2011−06−22

  Air Chek, Inc.  1936 Butler Bridge Rd,   Mills River,   NC 28759−3892   Phone: (828) 684−0893 Fax: (828) 684−8498


